<table>
<thead>
<tr>
<th><strong>Title</strong></th>
<th>Techniques to measure rigidity of ankle-foot orthosis: a review</th>
</tr>
</thead>
<tbody>
<tr>
<td><strong>Authors</strong></td>
<td>Kobayashi, T, Leung, AK and Hutchins, S</td>
</tr>
<tr>
<td><strong>Type</strong></td>
<td>Article</td>
</tr>
<tr>
<td><strong>URL</strong></td>
<td>This version is available at: <a href="http://usir.salford.ac.uk/22734/">http://usir.salford.ac.uk/22734/</a></td>
</tr>
<tr>
<td><strong>Published Date</strong></td>
<td>2011</td>
</tr>
</tbody>
</table>

USIR is a digital collection of the research output of the University of Salford. Where copyright permits, full text material held in the repository is made freely available online and can be read, downloaded and copied for non-commercial private study or research purposes. Please check the manuscript for any further copyright restrictions.

For more information, including our policy and submission procedure, please contact the Repository Team at: usir@salford.ac.uk.
Techniques to measure rigidity of ankle-foot orthosis: A review

Toshiki Kobayashi, PhD; Aaron K. L. Leung, PhD; Stephen W. Hutchins, PhD

Orthocare Innovations, Mountlake Terrace, WA; Department of Health Technology and Informatics, The Hong Kong Polytechnic University, Hong Kong, People’s Republic of China; Centre for Health, Sport and Rehabilitation Sciences Research, University of Salford, Salford, UK

Abstract—We performed this review to provide a clearer understanding of how to effectively measure ankle-foot orthosis (AFO) rigidity. This information is important to ensure appropriate orthotic intervention in the treatment of patients with pathological gait. The two main approaches to the investigation of AFO rigidity are (1) bench-testing analyses, in which an AFO is fixed or attached to a measurement device, and (2) functional analyses, in which measurements are taken while a subject is walking with an AFO in situ. This review summarizes and classifies the current state of knowledge of AFO rigidity testing methods. We analyzed the strengths and weaknesses of the methods in order to recommend the most reliable techniques to measure AFO rigidity. The information obtained from this review article would, therefore, benefit both clinicians and engineers involved in the application and design of AFOs.

Key words: AFO, ankle-foot orthosis, cerebral palsy, flexibility, hemiplegia, mechanical test, rigidity, spinal cord injury, stiffness, stroke, testing and measurement.

INTRODUCTION

Ankle-foot orthoses (AFOs) are used to improve pathological gait [1]. Therefore, the biomechanical function of a prescribed AFO must closely match the needs of the patient [1]. Indeed, evidence in the literature demonstrates that an optimal match exists between patient’s gait-related problems and the rigidity of an AFO [2–4].

The rigidity of an AFO has been measured with the use of various parameters, including stiffness, resistive moments, and strains [4–6]. The inherent rigidity of an AFO plays an important role in determining its biomechanical function and needs to be optimal to positively influence the gait of patients with gait pathologies [7–8]. The rigidity of an AFO may be determined by a number of factors, such as the mechanical properties of the material; the trimlines; the material thickness; and the shape of the superstructure, especially at malleoli level [9–12]. An enhanced understanding of the interaction between various AFO designs and rigidity could therefore improve the clinical decision-making process. However, before the relationship between AFO designs and rigidity is determined, the processes used to measure the rigidity characteristics of different AFO designs need to be critiqued.

AFO rigidity measurements have previously involved two main methods: (1) bench testing and (2) functional analyses [5]. With a bench-testing method, rigidity parameters are measured with an AFO fixed or attached to a measurement apparatus, while with a functional method, these parameters are measured while a subject is walking with the aid of an AFO [5]. Various types of apparatuses, sensors, or experimental AFOs have been designed to analyze AFO performance. Although variations in AFO rigidity analysis methods may be due to different requirements

Abbreviations: AFO = ankle-foot orthosis, DACS = dorsiflexion assist controlled by spring, G-study = generalizability study, MTP = metatarsophalangeal.

* Address all correspondence to Toshiki Kobayashi, PhD; Orthocare Innovations, 6405 218th Street SW, Suite 301, Mountlake Terrace, WA 98043-2180; 800-672-1710; fax: 206-219-1144. Email: tkobayashi@orthocareinnovations.com

DOI:10.1682/JRRD.2010.10.0193
in answering the research hypotheses of various studies, establishing some criteria to provide quality control in industry and facilitate appropriate AFO prescriptions in the clinical setting would be advantageous.

The specific aims of this article were therefore to review studies in the literature regarding methods used to investigate AFO rigidity and to analyze and contrast the strengths and weaknesses of current techniques as well as published reliability and repeatability data. The information obtained from this review article will help both clinicians and engineers by highlighting the importance of undertaking rigidity analysis of AFOs. The information obtained may be applied in the clinical setting to better clarify the relationship between AFO rigidity and patient outcomes and in the industrial setting to evaluate new AFO designs or develop novel AFO testing methods.

**METHODS**

A literature search was conducted in Google Scholar, Scopus, CINAHL, MEDLINE, Cochrane Database, and RECAL, and cited references from appropriate articles were thoroughly reviewed. The key words used were “ankle-foot orthosis (AFO),” “bending,” “stiffness,” “rigidity,” and “testing.” Inclusion criteria for this review article included articles in which—

1. Analysis of AFO rigidity was conducted either under bench testing or functional conditions.
2. Analysis was conducted mechanically and not computationally (e.g., finite element analysis) alone.
3. The means of analysis, such as type of sensors used and its methods, were clearly explained.
4. The study was published in a peer-reviewed journal in English.

**RESULTS AND COMMENTS**

No comparative reviews regarding measurement techniques for AFO rigidity were found in the literature. The literature search identified 25 suitable articles for bench testing analyses and 10 articles for functional analyses (Table) [2,4,6–38]. Therefore, a total of 35 articles were included in this review article. From these, current measuring techniques and their accuracy and reliability were compared and analyzed and recommendations were made for future studies.

**Methods of Testing Ankle-Foot Orthosis Rigidity**

The majority of the studies found in the literature involved bench testing analysis and were broadly assigned into categories; all used hardware to apply and/or measure the force applied or measure the subsequent deflection, strain, or bending moments applied to or by the AFO by investigating the moment-angle or moment-deflection relationships. Methods used to achieve the force application and/or measure the subsequent deflection or strain during bench testing included a tensionmeter [4,9–10,13–16], a dial gauge [12,17–18], a strain gauge or a load cell [2,21–24], a forceplate [11], a muscle training machine [25–26], and a mechanical testing machine [5,27–30].

Functional analysis involved the use of gait analysis and strategies that provide AFO performance indicators using strain gauges [6,31–34] or an experimental AFO [7–8,35–37].

**Bench Testing Analysis**

*Studies Using Tensionmeters*

A tensionmeter can measure the applied load and quantify AFO rigidity by directly applying of force to a specific area of the AFO. An analog or digital tensionmeter has been used in combination with a digital goniometer [10,13] or a protractor [4,9,16] to examine the force-angle or moment-angle relationship. Use of a tensionmeter would be the most convenient and inexpensive way to measure rigidity; however, the position and direction of applied force induced by the tensionmeter would critically affect the amount of deformation of the AFO. The evidence in the literature revealed that a tensionmeter was either attached to the superior rim of the posterior wall [9–10,15] or the metatarsal region [13] of the AFO. It was also attached to a bar connected to a rotational axis of a surrogate limb, which was fitted within the AFO [4,16]. Accurately defining the position and direction of force is therefore critically important for measurement accuracy and repeatability. The device developed by Sumiya et al. is a good example that could control both parameters [16]. Clinical use of an apparatus built with a tensionmeter seems realistic once its reliability is established.

*Studies Using Dial Gauges*

A dial gauge can measure small linear displacement of an AFO as a result of deflection. An analog dial gauge has been used with weights for controlled application of deflection. Precedence studies have computed AFO resistance
Table.
Summary of reviewed articles.

<table>
<thead>
<tr>
<th>Author</th>
<th>Test Method/Sensor</th>
<th>Use of Surrogate Limb</th>
<th>AFO ROM Analyzed</th>
<th>Velocity</th>
<th>Parameter</th>
</tr>
</thead>
<tbody>
<tr>
<td>DeToro 2001 [8]</td>
<td>Bench/tensionmeter and goniometer</td>
<td>Yes</td>
<td>0° PF–10° PF</td>
<td>NA</td>
<td>Resistive force</td>
</tr>
<tr>
<td>Klasson et al. 1998 [10]</td>
<td>Bench/dial gauge</td>
<td>Yes</td>
<td>2° PF–3° DF/3° EV–1° IN/2° INT–3° EXT</td>
<td>NA</td>
<td>Stiffness</td>
</tr>
<tr>
<td>Lunsford et al. 1994 [12]</td>
<td>Bench/mechanical testing machine</td>
<td>Yes</td>
<td>0° DF–10° DF</td>
<td>NA</td>
<td>Resistive force</td>
</tr>
<tr>
<td>Major et al. 2004 [14]</td>
<td>Bench/mechanical testing machine</td>
<td>No</td>
<td>0° DF–14° DF</td>
<td>2.3°/s</td>
<td>Stiffness</td>
</tr>
<tr>
<td>Nagaya 1997 [17]</td>
<td>Bench/tensionmeter and goniometer</td>
<td>No</td>
<td>2.0° DF–14.8° DF/1.2° PF–12.2° PF</td>
<td>NA</td>
<td>Angle</td>
</tr>
<tr>
<td>Novacheck et al. 2007 [18]</td>
<td>Bench/force plate (motion analysis system)</td>
<td>Yes</td>
<td>20° PF–20° DF</td>
<td>NA</td>
<td>Stiffness</td>
</tr>
<tr>
<td>Ohsawa et al. 1992 [19]</td>
<td>Bench/tensionmeter</td>
<td>No</td>
<td>0° PF–5° PF</td>
<td>NA</td>
<td>Resistive force</td>
</tr>
<tr>
<td>Polliack et al. 2001 [20]</td>
<td>Bench/dial gauge</td>
<td>Yes</td>
<td>NA</td>
<td>NA</td>
<td>Deflection</td>
</tr>
<tr>
<td>Ringleb et al. 2009 [21]</td>
<td>Bench/load cells and tilt sensor</td>
<td>Yes</td>
<td>1° DF–9° DF/3° PF–10° PF/2° IN–5° IN</td>
<td>0.5°/s</td>
<td>Stiffness</td>
</tr>
<tr>
<td>Robin et al. 1968 [22]</td>
<td>Functional/strain gauges</td>
<td>Human limb (1 healthy subject)</td>
<td>NA</td>
<td>NA</td>
<td>Strain</td>
</tr>
</tbody>
</table>
Table. (cont)
Summary of reviewed articles.

<table>
<thead>
<tr>
<th>Author</th>
<th>Test Method/Sensor</th>
<th>Use of Surrogate Limb</th>
<th>AFO ROM Analyzed</th>
<th>Velocity</th>
<th>Parameter</th>
</tr>
</thead>
<tbody>
<tr>
<td>Ross et al. 1999 [25]</td>
<td>Bench/dial gauge</td>
<td>No</td>
<td>NA</td>
<td>NA</td>
<td>Displacement</td>
</tr>
<tr>
<td>Rubin &amp; Dixon 1973 [26]</td>
<td>Bench/tensionmeter</td>
<td>No</td>
<td>NA</td>
<td>NA</td>
<td>Resistive force</td>
</tr>
<tr>
<td>Singerman et al. 1999 [27]</td>
<td>Bench/strain gauges</td>
<td>Yes</td>
<td>10° PF–10° DF</td>
<td>NA</td>
<td>Stiffness</td>
</tr>
<tr>
<td>Yamamoto et al. 1999 [34]</td>
<td>Bench/strain gauges and potentiometer</td>
<td>No</td>
<td>10° PF–30° DF</td>
<td>NA</td>
<td>Stiffness</td>
</tr>
</tbody>
</table>

Table. (cont)
Summary of reviewed articles.


Table. (cont)

<table>
<thead>
<tr>
<th>Reference</th>
<th>Title and Details</th>
</tr>
</thead>
<tbody>
<tr>
<td>12,18</td>
<td>Analog dial gauges can measure the deflection of an AFO statically at a certain position, but they cannot measure it continuously over the range of motion. Compared with tensionmeters, dial gauges showed an advantage in that they enabled quantification of AFO rigidity in multiple planes. However, the designs in the literature that incorporated dial gauges did not appear feasible in the clinical setting because of their complexity. Deflection force was applied via a surrogate limb in two studies [12,17], while it was directly applied at the posterior wall of the AFO in another study [18]. Direct attachment of a dial gauge to the AFO would be influenced by the geometry, thickness,</td>
</tr>
<tr>
<td>17</td>
<td>moments in three planes and plotted a moment-angle hysteresis curve following application of a force in a single plane [17] or measured the distance of a deflection in the sagittal plane to evaluate and compare AFO rigidity.</td>
</tr>
</tbody>
</table>
and deformation of the location of the gauge’s attachment to the AFO.

**Studies Using Strain Gauges or Load Cells**

Strain gauges can measure strain, while load cells are made of strain gauges and can measure the loading force. Measuring AFO rigidity with use of an apparatus constructed with strain gauges or load cells may enable more accurate measurement of rigidity because strain gauges and load cells are generally more sensitive than tensionmeters or dial gauges. An apparatus built with strain gauges or load cells allows continuous measurement of rigidity at a particular speed in the specific range of motion. However, a biomechanical model would be required to analyze the data [19,21–24]. Although the modeling itself is not essentially unfavorable, constructing a model for each different type of AFO would be time-consuming and make the test complicated [5]. Moreover, accurate measurement and alignment of an AFO on the device would require great effort [5]. Strain gauges have been used to quantify the relationship between the kinetic and kinematic data acquired from AFO deformation by using analysis of the foot section motion relative to the shank and have demonstrated a direct correlation between the two parameters [19]; they have also been used to quantify the moment-angle relationship of an AFO together with a potentiometer [20]. Utilizing load cells, a fully automatic loading apparatus has been developed to apply controlled joint angular displacement at the ankle portion of the AFO and measure corresponding moments in three anatomical planes [23]. Alternatively, a manual device that based its design on a surrogate human leg model and could measure both ankle and metatarsophalangeal (MTP) joint stiffness has been developed [21]. This device was the first designed to measure stiffness of the MTP joint region of an AFO and to simulate the stiffness effect of an AFO/footwear combination. The device was subsequently used to demonstrate the feasibility of matching AFO stiffness to the individual patient’s needs [2]. The automated device would be appealing in industry, while the manual device would have more potential for clinical use because of its portability and convenience.

**Studies Using Muscle Training Machines**

A muscle training machine is commonly used for rehabilitation in the clinical setting. An apparatus based on the muscle training machine has been developed [25]. This was the only bench analysis found in the literature in which a human limb was used instead of a surrogate limb. The viscoelastic properties of a human limb would affect the rigidity of an AFO, and the result would have been different if a surrogate limb had been used. A similar device was used to examine mechanical properties of an AFO with an oil-damper joint without a surrogate limb [26]. Use of a muscle training machine would be an attractive alternative to custom-made automated apparatuses in the clinical setting.

**Studies Using Forceplates**

Forceplates are commonly installed in gait laboratories to evaluate the kinetics of gait performance. Novacheck et al. quantified stiffness of AFOs with a device that interfaces with a forceplate by designing a jig that fixes the AFO firmly to the forceplate with reflective markers attached to a surrogate limb and the foot segment of the AFO and then applying a manual force [11]. This device enabled the plotting of moment-angle curves. It appeared that an experimental apparatus using a forceplate would be able to obtain full three-dimensional measurements. Because the AFO stiffness data acquired from the combined use of forceplate and infrared camera technology are highly accurate, use of this technology is attractive for clinical or research environments where three-dimensional gait analysis is conducted regularly and is worthy of further investigation. However, use of this technology may not be feasible in the regular clinical setting because of the equipment’s expense and space requirements.

**Studies Using Mechanical Testing Machines**

Mechanical testing machines are commonly used in industry to examine and characterize the fatigue resistance of an orthopedic product. Use of a mechanical testing machine would be particularly effective for cyclic testing, and its influence on AFO rigidity has been investigated [27,29–30]. Mechanical testing machines have also enabled accurate repetitive measurement of AFO stiffness in combination with a torquemeter [5]. Use of a mechanical device therefore enables an apparatus to be built that can perform repeatedly under well-controlled torques, velocities, or ranges of motion. Therefore, a mechanical testing machine is preferred for use in industry but may not be ideal in the clinical setting because of its complexity, size, and cost.

**Functional Analysis**

Functional analysis has involved the use of strain gauges [6,31–34] or experimental AFOs [7–8,35–37] to quantify the effect of an AFO intervention.
Fixation of Ankle-Foot Orthoses for Bench Analysis

Those studies that used a surrogate limb encapsulated by the AFO during bench testing applied the deformation force indirectly via a longitudinal bar positioned through the center of the shank [2,4,9–11,16,21,23] or an angled wedge connected to its proximal end in an attempt to simulate both static and dynamic loading of an AFO during non-disabled gait [12] (Table). Using a surrogate limb has its merits because, feasibly, it could more accurately reflect loading during functional ambulation, especially if the AFO being tested were molded to accurately fit the surrogate limb profile and, if mechanically controlled, could provide acceptable repeatability. Some authors have reported possible weaknesses in their testing method by not including a mechanical ankle joint in their surrogate leg model [5,24].

Most articles that used a tensionmeter or other mechanical means to apply a bending moment to the AFO also used bolts or clamps to fix the footplate of the AFO to a measurement apparatus or a baseplate. However, in those cases where the AFO was not strapped to a surrogate lower-limb model but left free to deflect between the application point and the clamped or bolted footplate, unwanted axial to rsional effects could have occurred during deflection testing. In addition, fixation of the footplate of the AFO to the device would result in testing of only the ankle and calf region [12]. One study, however, not only secured the base of the AFO to a flat surface but also provided a pivot point equivalent to the metatarsal head level to simulate the effect of footplate deflection at the MTP joint [21]. Another study left the footplate free to deflect with a level surface while being loaded proximally to more accurately simulate ambulatory effects of AFO/footwear combinations using a surrogate limb via a wedge applicator at the proximal aspect to simulate walking [12]. The superstructure was not clamped at the footplate, which allowed use of footwear on a low-friction contact plate [12].

Angular Range Used in Testing

The range of motion of the ankle joint has been shown to fall within 10° of dorsiflexion to 5° of plantar flexion in patients with stroke hemiplegia wearing an articulated AFO [39]. Evidence in the literature has demonstrated a large variety in the ranges of motion in the sagittal plane used during testing protocols, which ranged from 20° of plantar flexion to 30° of dorsiflexion (Table). An articulated AFO was tested over the range of 15° of...
plantar flexion to 15° of dorsiflexion, because this sufficiently covered the range of its typical orthotic ankle joint movement during ambulation in patients with hemiplegia [5]. In general, the range used in testing should cover the physiological range of motion of the ankle joint of a target group of patients for a tested AFO.

Angular Velocity Used in Testing

The reported range of angular velocities used in the test is 0.5 °/s to 50 °/s [4–5,16,24–26,30] (Table). However, angular velocity reportedly does not affect the stiffness of a thermoplastic AFO [11,25]. One study using a muscle testing apparatus reported no effect on the stiffness (moment vs deflection angle) of various thermoplastic AFOs when tested at different velocities between 5 °/s and 50 °/s [25], while another study that used a forceplate to test AFOs also reported no effect of the applied velocity on their stiffness [11]. However, an AFO with oil-damper joint revealed a velocity-dependent effect in its stiffness [26]. Therefore, testing at different levels of velocity would be required to evaluate an AFO constructed of a material with velocity-dependent properties.

Accuracy and Repeatability

Hand-held tensionmeters alone [15], using a protractor via a winch [9], or in parallel with a protractor [4,16] or goniometer [10,13] may have inherent errors, which can be quantified but may also affect repeatability, especially if in series, giving a cumulative effect. The reliability of the majority of testing devices found in the literature remains questionable [21]. However, some articles published during the last 10 years have demonstrated numerical accuracy or repeatability in the testing methods used [5,21,23–24]. This has been assessed by uncertainty [23], standard deviations [5], generalizability study (G-study) [21] or coefficient of repeatability [24]. The G-study determines the influence of multiple sources of error variance in measurements by using error of measurement or the smallest detectable difference [21], while the coefficient of repeatability quantifies the measurement repeatability of the testing method [24].

DISCUSSION AND RECOMMENDATIONS

This article reviewed studies on the analysis of AFO rigidity properties via bench testing and functional conditions. The advantages of functional analysis studies are that they can analyze the rigidity properties of a dynamic system consisting of an AFO/footwear combination and determine how the system affects lower-limb joint kinematics and kinetics [5]. However, a number of factors that would derive from patients’ characteristics, such as the nature of pathology or the level of gait disability, might influence the results obtained; therefore, comparisons between subjects with different conditions would be difficult to interpret [5]. Moreover, transferring the stiffness characteristics logged from an experimental AFO to a definitive AFO would be necessary because its design is currently uncosmetic [7–8].

Conversely, bench-testing analysis would enable more accurate control of the experimental conditions and theoretically improve repeatability [5]. The issue with bench testing is how accurately it reflects the loading experienced by an AFO when different patient groups wear it during ambulation [5]. Recent articles have suggested that the required accuracy might be achieved [12,21]—but a cost-effective clinical device is needed to evaluate patients as well. Moreover, most of the testing methods developed to quantify the rigidity characteristics of AFOs are complex and therefore would be difficult to apply clinically. The feasibility of conducting AFO rigidity testing with the use of portable equipment should therefore be further explored.

AFO stiffness is defined as the moment around the ankle joint exerted by the AFO per degree of ankle joint rotation and should be computed as a slope of the moment-arc SEG (newton-meters/degree) [5]. Some studies used stiffness as a parameter of AFO rigidity [5,21,23], while other studies instead chose to state the maximum bending moment resisted or applied by the AFO tested and the angle at which this occurred in plantar flexion and/or dorsiflexion [4,10,16]. Stiffness of AFOs has been mostly measured in the sagittal plane; however, measurement in the coronal plane [17,22–25] or transverse plane [17] has also been reported. Yamamoto et al. (1997) reported that for patients with stroke hemiplegia, an optimal articulated AFO should allow adjustment of plantar flexion resistive stiffness in the range of 0.5 N·m/° to 2.0 N·m/° [37] and subsequently developed a DACS AFO (0.20 N·m/° to 1.70 N·m/°) [20] and an AFO with an oil-damper joint (0.50 N·m/° to 1.40 N·m/°) [26]. Bregman et al. (2009) reported that the stiffness of nonarticulated AFOs ranged from 0.20 N·m/° to 1.56 N·m/°, depending on the material and design [21]. This result suggests that an appropriately designed nonarticulated AFO could achieve the plantar flexion resistive stiffness range suggested by Yamamoto et al. [37]. The
advantage of using stiffness as a parameter of measurement is that it enables the AFO rigidity to be easily compared with gait or other biomechanical analysis data, such as joint moment or stiffness [38]. Therefore, using stiffness as a measurement parameter will be especially effective for matching AFO stiffness to individual need based on these data.

AFO design factors, such as geometric configuration and material selection, plus experimental factors, such as consistency in the experimental procedures among different trials, accuracy of the sensors, and methodologies used, could introduce errors in the results obtained. Various types of surrogate legs were also used to simulate a human limb in bench-testing analyses. However, the reliability of the measurement methods and apparatuses were generally lacking [21]. A reliability test of the measurement should therefore be included in future studies.

The type of mechanical ankle joint used in an AFO should be as congruent as possible to the center of rotation of a human ankle joint, and the material of a surrogate leg should be as similar as possible to that of a human limb. However, the surrogate limbs used in the past studies were simple ones that rotated in the sagittal plane [4,9,11–13,16–17,19,21,23–24]. Only one study was conducted in which a human limb was used to measure the stiffness of an AFO in a bench-testing condition [25]. This was significant because the viscoelastic properties of a human limb will undoubtedly affect the mechanical performance of an AFO. Therefore, even a bench analysis of AFOs should replicate these effects.

In one study, an apparatus to simulate the physiological forces acting on an AFO during ambulation was developed [12]. This study was in contrast to most other studies in which AFOs were simply clamped and deflected. The method of conducting bench analyses should therefore mimic forces experienced during a gait cycle as closely as possible. Thus, considering the effect of an AFO on gait, the following factors at different phases of the gait cycle should be considered and quantified when the bench analysis is conducted:

1. The presence of appropriate AFO ankle-region stiffness to allow smooth plantar flexion at initial contact (heel rocker).
2. Adequate AFO ankle-region stiffness to allow good control of dorsiflexion at midstance (ankle rocker).
3. Ankle- and MTP-region stiffness to enable smooth transition from terminal stance to swing phase (forefoot rocker).
4. Ankle-region stiffness for enough clearance in the swing phase.

An ankle-foot stimulator constructed with a surrogate limb, a forceplate, a servo motor, and infrared cameras was developed to investigate AFO fatigue failure [40]. It attempted to simulate a gait cycle during bench testing and, therefore, appeared to be able to incorporate the above factors. [40]. Therefore, a further study on the feasibility of using this apparatus to investigate AFO stiffness is appealing.

The method of fixation and alignment of an AFO as well as the application of forces will affect the deflection measurements during bench analysis. Bregman et al. reported that previous studies have neglected to measure the neutral angle of an AFO [21]. Therefore, a recent article demonstrated the use of a plumb line to determine the neutral angle of an articulated AFO [5]. Some studies require the drilling of holes to fix the AFOs to the apparatus, which is undesirable in the clinical setting [17–18]. Thus, the apparatus should be designed to fix the AFOs in a nondestructive manner.

Two patterns of force application techniques were used in precedence bench-testing analyses [5]: (1) exerting force to a certain region of an AFO [10,15,18] or (2) exerting force via a surrogate limb [4–5,9,11–13,16–17,19,21,23–24]. Application of force via a surrogate limb could simulate the loading pattern of a lower limb, as discussed earlier. Footwear would also influence the mechanical behavior and alignment of an AFO; however, its influence on AFO gait biomechanics has only recently been studied [41]. Development of a proper surrogate leg, whose joint is properly aligned to a physiological ankle joint and surface finishing closely replicates the viscoelastic properties of skin and its underlying tissues, is required so that it truly reflects the dynamic mechanics experienced by AFOs combined with shoes for bench-testing analyses [5]. Once a reliable method is established, exploring how to interpret a measurement result to match the need of an individual patient in the clinical setting will be necessary [2–4]. In the industry setting, establishing a pathway to apply the bench-testing technique for quality control of an AFO will be required.

Functional analyses need to establish repeatable experimental methods with high reliability that minimize alteration to external parameters from human ambulation and internal parameters from type of disease and disability of a patient. Once a reliable method is established,
exploring a way to transfer stiffness from an experimental AFO to a definitive AFO will be necessary.

Therefore, the following aspects of AFO stiffness analysis will require further investigations:

• Optimal fixation and alignment of an AFO to the apparatus.
• Development of a better surrogate limb system with a properly aligned joint and surface finishing that replicates human skin.
• Influence of AFO/footwear combinations on stiffness and gait biomechanics.
• Control of parameters that influence functional analyses.
• Transfer of stiffness from an experimental AFO to a definitive AFO.
• Establishment of the accuracy and reliability of a measurement method.
• Clinical application of the measurement result to assist a prescription.
• Matching of stiffness of an AFO to each patient.
• Pathways toward quality control of an AFO in the industrial setting.

The following recommendations for development of appropriate AFO stiffness measurement protocols have therefore evolved from this literature review:

• Evidence to match AFO stiffness to individual patient requirements in the clinical setting should be considered and further explored [2–3].
• The simulation of MTP joint motion or use of AFO/footwear combinations should be used in the testing method to more accurately reflect human gait [12,21].
• Measurement of the AFO neutral angle should be included when AFO stiffness at the ankle and metatarsal head regions are analyzed [5,21].
• Moments and angles should be defined to compute stiffness as routinely documented in gait laboratory reports [17,25].
• A portable and low-cost device that demonstrates acceptable repeatability and reliability for clinical use should be developed [16,21].
• The angular velocity and range of motion used in bench testing should reflect those of the ankle joint documented for nondisabled or pathological gait [5,26].
• The method used to deflect the AFO should mimic human walking and be modeled accordingly [12,40].
• Accuracy and repeatability analyses should be included in the testing [21,24].
• AFO stiffness should be defined by the computation of the slope of the moment-angle curve (newton-meters/degree) acquired following testing [11,23].

CONCLUSIONS

The feasibility of matching AFO stiffness to the patient’s requirement for optimal gait based on gait analysis data must be explored. However, recent studies have suggested the possibility of collecting such data through combined functional and bench testing: the motions measured during pathological walking by gait analysis can be applied to a bench-testing apparatus.

We conducted a literature review of AFO rigidity analysis. AFO rigidity analysis may be grouped into bench and functional techniques. Understanding the strengths and weaknesses of each method is crucial to establishing an analysis method practical for clinical use in the development of a patient-centered AFO prescription system and for AFO quality assurance in industry.

ACKNOWLEDGMENTS

Author Contributions:
Study concept and design: T. Kobayashi.
Acquisition of data: T. Kobayashi, S. W. Hutchins.
Drafting of manuscript: T. Kobayashi, S. W. Hutchins.
Critical revision of manuscript for important intellectual content: T. Kobayashi, S. W. Hutchins, A. K. L. Leung.
Study supervision: A. K. L. Leung.

Financial Disclosures: The authors have declared that no competing interests exist.

Funding/Support: This material was based on work funded by The Hong Kong Polytechnic University International Postgraduate Scholarships for PhD Studies.

REFERENCES


Submitted for publication October 5, 2010. Accepted in revised form December 14, 2010.

This article and any supplementary material should be cited as follows: