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32 Abstract

33

34 Synchrotron radiation Fourier transform infrared microspectroscopy (SR-microFTIR) of live
gg biological cells has the potential to provide far greater biochemical and morphological detail than
37 equivalent studies using dehydrated, chemically-fixed single cells. Attempts to measure live cells
38 using microFTIR are complicated by the aqueous environment required and corresponding
ig strong infrared absorbance by water. There is also the additional problem of the limited lifetime
41 of the cells outside of their preferred culture environment. In this work, we outline simple, cost-
42 effective modifications to a commercially available liquid sample holder to perform single live
ji cell analysis under an IR microscope and demonstrate cell viability up to at least 24 hours. A
45 study using this system in which live cells have been measured at increasing temperature has
46 shown spectral changes in protein bands attributedA®B transition, consistent with other
j; published work, and proves the ability to simultaneously induce and measure biochemical
49 changes. An additional study of deuterated palmitic acig-Pd) uptake at different timepoints

50 has made use of over 200 individual IR spectra collected over ~4 hours, taking advantage of the
g; ability to maintain viable cell samples for longer periods of time in the measurement
53 environment, and therefore acquire greatly increased numbers of spectra without compromising
54 on spectral quality. Further developments of this system are planned to widen the range of
gg possible experiments, and incorporate more complex studies, including of drug-cell interaction.
57

58
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Introduction

Fourier transform infrared microspectroscopy (microFTIR) is a well-established tool for the
study of biological cells. Infrared (IR) spectra of cells have been used to monitor responses to
drug treatment® and other external chemical and/or physical stiffdfilncreasingly, there is a
desire to study living cells as they respond to stimuli in real fifrié.

The study of biological cells using microFTIR has historically been limited by the use of
chemically or cryogenically fixed, dried samples. While there are clear benefits to this type of
sample preparation — the easy handling of samples post-fixation, and the ability to return to the
same sample for repeat measurement since IR is a non-destructive measurement technique —
chemical fixatives are known to affect various cellular structdré8limiting the interpretation
of the resulting spectra.

Cell dehydration can affect the position, intensity and ratio of bands across the sp&etrim
particular DNA bands that become harder to distinguish from those of proteins, RNA and
carbohydrates?® 24 While fixation allows the broad biochemical structure of the cell to be
maintained, subtle differences between samples as a result of external stimuli may be lost.

In contrast, studies of living cells have been proven to provide both biological and morphological
detail that was previously lost when using fixed samples, especially when live cell analysis has
been combined with the increased brilliance of a synchrotron radiation (SR) Settce.

The study of living cells, however, provides a range of challenges to bioanalysts. Live cells
require an aqueous environment to remain viable for any significant length of time, and water
presents two significant problems for IR spectroscopists. Firstly, the strength of the water
absorption of IR prevents sufficient light from reaching the sample to give a good signal and
therefore high quality absorption data. Secondly, the position of the O-H bending and stretching
modes at ~1650 and 3000-3500traspectively, and the dominance of the water bands over the
remainder of the spectrum obscures key biological information relating to protein and lipid
bands 3435 This makes the extraction of biochemical information difficilt.

A range of solutions to the water problem have been proposed. These range from simply
ignoring the affected spectral regi®n- which is clearly limiting due to the amount of

biochemical information being lost — to a range of water subtraction meti$ds 38 These
correctons vary in several ways, with a lack of general consensus over the optimal method.
Published methods use different wavenumber ranges as a reference to scale the water spectrum
being removed — one proposed method optimises the flatness of the baseline in the 1800-2500
cnr! region, where a water combination band is present, avoiding biochemical sighals.

Another approach uses an algorithm that delivers the approximately same gradient on the
baseline in two regions ~1720-2800-€and 3000-3060 crhon either side of the C-H

stretching region ~ 2900 cinOver or under subtraction of water severely distorts this baseline
in this region, particularly on the high wavenumber side, so the algorithm adds water back into
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the basic water subtracted spectrum to minimise the difference in the38laghird published
method takes a reference spectrum through an area of cell-free media, and removes the water
contribution through a ratio to a background taken through an empty sample holder, before
analysing the spectra in second derivati/e.

The lack of consensus in this field highlights the fact that the removal of water from a biological
IR spectrum is a non-trivial issue. The spectrum of water interacting with biological components
will behave differently to that of pure watéf, and therefore the subtraction of a pure water
spectrum is not ideal. Likewise, removing the entire water contribution is also problematic, as
structural water can account for ~70% of the mass of an averagé cell.

An alternative proposed solution to the water problem has been to replace the aqueous solution
with deuterated water @), due to its similar physical properties but significantly different IR
absorption spectrum to water. This allows for both an unobstructed interpretation of the Amide |
band, and thicker fluid layers of up to 20 pthHowever, the resulting red-shift of the Amide |
band“?, and the toxic effect of D on cell viability over time?3-46, render it an unsuitable bulk

fluid for the majority of studies, with the exception of those focused on isotopic exchange and
using DO-resilient cells.

The study of living cells in a static aqueous environment is a significant advance, enabling
monitoring of cell samples without the spectral effects of chemical fixation. There remains little
consensus on the ideal pathlength through aqueous solution for live cell studies, with published
work featuring spectra acquired using spacers as small as %, jamd as large as 20 prf.
Compression of the cells during measurement is a significant consideration due to the physica!,
morphological stress exerted on the cells which can influence the resulting spé®tfaThis
includes, but is not limited to, variation in Amide I/ll peak height ratio, and changes in protein
and lipid concentrations which can be permanent under extreme deformation. The selection of 4
spacer size is therefore a compromise between spectral quality — reducing the water contribution
as much as possible — while maintaining the cell in as healthy an environment as possible.

Previous work®” has demonstrated a water correction procedure that determines the proportion
of water to be removed through a least squares fit to a Matrigel reference spectrum. This has
been able to obtain good quality spectra through an aqueous pathlength of up to 12 um, using the
enhanced brightness of a synchrotron IR source to penetrate the water layer and provide good
spatial and spectral resolution and high signal-to-nétsé?. 39 42. 48. 4Thjs work relies on the
measurement of harvested living cells suspended in phosphate buffered saline (PBS) and held in
a ‘sandwich’ of calcium fluoride (Ca}: The survival time of cells in this environment is limited,

and therefore so is the time available for data acquisition.

The incorporation of microfluidic devices (MD) into live cell FTIR measurements can allow for
the maintenance of cell viability for a number of hours, allowing for both longer term study of
samples and measuring the real-time response to a chemical stimulus.
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In its simplest form, a MD exchanges spent growth medium for fresh growth metium,
and can be adapted from devices designed for optical microscopy by simple switching standard
glass windows with an IR-transparent materigl. 13 51 More complex, bespoke designs
incorporate temperature control and cell and/or medium-free areas for background scans,
alongside medium exchandgé>?

For this study, a demountable liquid sample holder (Harrick) has been modified for use as a
dynamic-mode live cell analysis system, with provision for medium exchange, a heating jacket
to help regulate temperature, and a hydrophobic barrier to facilitate flow within a 10 pum thick
gold spacer.

Two key experiments have been carried out to demonstrate different uses of this system. In the
first, the temperature of the heating jacket is increased in stages and a relatively small number ot
cells analysed at each temperature, to monitor infrared spectral changes brought about as a result
of increasing temperature. In the second, cells are treated witteDterated palmitic acid ¢

PA) for a range of incubation times, prior to the sample being assembled in the modified liquid
sample holder, and a large number of cells (~200) measured over approximately four hours. The
use of deuterated fatty acid (D-FA) allows uptake to be monitored through C-D peaks in the
2000-2300 cnt region which do not interfere with any other biological signal in the specttum.
These experiments test the ability of the design to a) induce and simultaneously monitor
biochemical changes in the cells, and b) maintain a live cell sample over a significantly increasec
measurement time.

Methodology
Cell Culture

SKOV3 ovarian cancer cells were grown in DMEM culture media, containing 10 vol% bovine
serum, 1% 200mM L-glutamine, 1% penicillin-streptomycin and 1% MEM non-essential amino
acid solution, in T25 cell culture flasks at 37 °C and 5%.GXpproximately 36 hours before
measurement, cells were harvested using trypsin and seeded onto 2 mm thick, 25 mm diameter
calcium fluoride (Cap) windows in a 6-well plate. These windows had previously been sterilised

in 70% ethanol for at least 30 minutes, and had a channel drawn on using a hydrophobic pen to
confine the media flow to the sample area.

Cells were grown to ~50% confluency, providing sufficient space for medium to flow and reach
all cells, and allowing good separation of cells for single cell anal§sisligher levels of
confluency could lead to significantly reduced flow rate and a highly uneven distribution of fresh
media around the cells.

For the study of B)-PA uptake, SKOV3 cells were exposed to serum-free DMEM media for
between 12 and 24 hours prior tg,{IPA exposure, and then treated with 50 pi-BA (Sigma-
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Aldrich, UK) in ethanol for either 15, 30, 60 or 90 minutes, or 4 or 24 hours before being
removed for measurement.

Development of a Simple Dynamic Flow System

A range of tests were performed in order to optimise parameters for use of the dynamic flow
system under the IR microscope (Hyperion 3000, Bruker). The sample holder for this work was
initially designed for the use of 2 mm thick, 25 mm diameter windows, and has been adapted for
use with an IR microscope with Cassegrain 36x optics on the MIRIAM B22 beamline at
Diamond Light Source (DLS). The enhanced magnification achieved single-cell resolution and,
by exploiting the SR-IR brightness, obtained good signal-to-noise through aqueous solution. A
flow-rate of 1 pL/min was chosen in order to fully replenish media in the sample chamber in
several minutes, which is broadly consistent with similar w&tkn order to ensure that the
experiment began with fresh media, a higher flow-rate of 10 pL/min was used for approximately
3 minutes, and then reduced to 1 pL/min once flow had been observed.

Tests were carried out with 1 mm thick windows, in an attempt to improve the low wavenumber
substrate cut-off, with two 1 mm o-rings added to the set-up, but this was susceptible to leaking
and inconsistent flow. When the sample holder was assembled with two 2 mm thick windows,
and operated at a consistent flow-rate of 1 uL/min, the system was found to not be susceptible to
leakage or window breakage over the course of >12 hours.

The dynamic system used in this work was assembled through simple and inexpensive
modifications using commercially available materials. 10 um gold spacers were cut to allow

flow into and out of the sample chamber. Teflon tubing and associated Luer fittings were

purchased from Darwin Microfluidics (France), with the only bespoke component being a

heating jacket for the sample holder developed by support staff at DLS. The assembly of the
flow system is shown ifigure 1.
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Figure 1 - Assembly of the flow system, showing the syringe pump, heating system, and
modified liquid sample holder.

The consistency and reproducibility of the flow through the sample chamber was improved by
depositing a hydrophobic material onto the Cafndow, using a peroxidase-antiperoxidase
(PAP) pen, to create a channel from the inlet to the outlet. A PAP pen is a commercially
available tool that is used to deposit a thin, visible hydrophobic film, comprised of a formulation
of Abzol, butadiene rubber and Ligroin®® 5% PAP pens are regularly used in
immunohistochemistry experiments.

As well as improving flow through the sample holder, the use of a hydrophobic barrier ensured
the presence of a dry, sample-free area for the collection of background measurements. The final
assembly of the sample holder uses a cutP10gold spacer, and a channel comprised to two
parallel hydrophobic barriers, with a heating jacket mounted around the outside of the sample
chamber. The final assembly of the modified liquid sample holder is shown in Figure 2.

Tests using trypan blue staining and an automated cell counter confirmed that growing SKOV3
cells on Calkwindows marked with the hydrophobic material had no identifiable difference on
sample viability. Furthermore, tests of the sample holder assembled in this way indicated no
impact from the hydrophobic channel on the pathlength through the sample area, or on the
resulting spectra.
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Figure 2 - Diagram of the assembly of the modified Harrick liquid sample holder. The
heating jacket is shown around the sample chamber, and the inlet and outlet flow from the
sample holder is indicated. Inside the sample chamber, the 10 , gold spacer, hydrophobic

barriers and the flow channel are all highlighted.

Sample Holder Assembly

Viability Study:A 10 mL syringe (Hamilton 1000 series) was filled with complete DMEM media
that had been stored in the incubator at 37 °C and 5%f@@@ minimum of 1 hour prior to
assembly. The plunger was depressed until the entire inlet line, up to the entry point to the
sample holder, was filled with media. The syringe was then loaded into the push/infusion side of
a PHD Ultra Push/Pull Infusion/Withdrawal PC4 70-3009 syringe pump, with a second, empty
syringe connected to the outlet line and loaded into the pull/withdrawal side.

The sample window was cleaned and dried outside of the hydrophobic channel using a cotton
bud, and then loaded into the modified liquid sample holder, on top of a 1 mm thick o-ring, such
that the hydrophobic channel was aligned with the inlet and outlet channels of the holder. A 10
pm gold-coated spacer, cut to allow flow through the channel, was then placed on top, followed
by a second 2 mm thick, 25 mm diameter window. The sample holder was screwed together,
with a heating jacket secured around the sample chamber and connected to a heater (Lauda
L100).

Thermal Stress StudySample holder assembly for the thermal stress study was as described
above, with several exceptions. A 1 mL Hamilton syringe was used, as a reduced total volume of
fresh media was required over the duration of the thermal stress study. In the assembly of the
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sample holder, the second Gakindow was replaced by a 1 mm thick, Gaffide, with a
custom-designed 1 mm thick steel washer placed above this, the bottom of which was coated in a
layer of hydrophobic material from the PAP pen. The reduced Qath and therefore moved

the lower wavenumber substrate cut-off from ~1206 ¢o~1150 cni, allowing access to more

of the spectral range.

Palmitic Acid Uptake Study: For the deuterated palmitic acid uptake, windows were removed
from media after being exposed to 50 uMPA for between 15 minutes and 24 hours.

Assembly of the sample holder was again largely consistent with the description above, but with
the syringes loaded with serum-free DMEM media, and the secondv@afow was again of 2

mm thickness — as the key deuterated palmitic acid peaks are found in the 2050-2300 cm
wavenumber region, access to the lower wavenumber was not required.

Measurement

Viability Study:The heater was set to a temperature of 44 °C, found through preliminary tests to
stabilise the sample holder temperature a 37 °C. The syringe pump initiated flow at 10 pL/min,
which was reduced to 1 pL/min once flow through the sample chamber had been observed. After
the required amount of time, the syringe was swapped for one containing a 1:1 solution of
complete DMEM media and trypan blue solution, which was flowed through the lines and into
the sample chamber. A number of photographs were taken over the course of ~10 minutes fcr
cell counting and viability calculations.

Thermal Stress Study: The heater was set to obtain a sample temperature of 37 °C. A temperature
profile from one replicate of the study is shown in Figure 3. The temperature of the sample
holder was monitored and recorded every minute for the duration of the study using a k-type
thermocouple slotted into a 1 mm hole in the side of the stainless steel sample holder as close o
the windows as possible. There is a clear temperature lag between the temperature of the water
bath and that measured by the thermocouple. It might be expected due to the poor conductivity
of the Cak windows that the cells may be experiencing an even lower temperature. However the
media input tubes re wrapped around the heating water inlet tubes to supply additional interna:
heating (Fig. 1). We therefore believe any temperature difference is minimal although this has
not been directly measured.
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Figure 3 - Temperature profiles, showing the set heater temperature (red), the recorded
heater temperature (green) and the recorded temperature of the sample holder (blue), for
the duration of a single replicate of the thermal stress study.

A media flow-rate of 10 pL/min was set for approximately 3 minutes, to provide an initial ‘flush’

of the sample area with fresh media. The flow-rate was then reduced to 1 pL/min for the
remainder of the measurement, sufficient to replace the entire sample area with fresh media
every few minutes.

When a consistent temperature — defined as varying by no more than 0.1 °C in either direction
for three successive measurements — was achieved, between 10 and 30 cells were measured, with
a corresponding media spectrum taken from a cell-free area adjacent to each measured cell. This
was for use in future water correction procedures.

Measurements were taken at sample temperatures of 37, 40, 44, 48 and 60 °C.

Palmitic Acid Uptake Study: The heater was set to achieve a consistent temperature of 37 °C at
the sample holder. Approximately 200 individual cells were measured per loading of the sample

holder, with corresponding media spectra taken adjacent to each cell, taking approximately 4

hours to measure.
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A media flow-rate of 10 yL/min was again set for approximately 3 minutes to flush the sample
chamber with fresh media, and then reduced to 1 pL/min for the remainder of the measurement.

For both studies, data were collected in transmission mode using the 36x objective/condenser
optics on a Hyperion 3000 microscope coupled to a Bruker Vertex 80 FTIR spectrometer at the
MIRIAM beamline, B22, at DL®. This used a liquid-nitrogen (LiNcooled mercury-cadmium-
telluride (MCT) high sensitivity 50 micron pitch detector. A 15x15 um aperture was used for the
thermal stress study, while a 20x20 um aperture was used for the measurement of palmitic acid
uptake to ensure the cell membrane was captured.

256 co-added scans at a scanner rate of 80 kHz were used for both background and sample
measurements, at a spectral resolution of 4.cWhis corresponds to approximately 90 IR
spectra acquired in ~1 hour of measurement time, and provides sufficient signal-to-noise for
second derivative analysis. Background scans were taken prior to each set of measurements,
from a clean, dry area of the sample. All measurements were recorded using OPUS 7.2 software
(Bruker).

Data Processing and Analysis

Thermal Stress Study: The bulk aqueous contribution was removed from each spectrum using an
in-house correction procedure, which performs a least squares fit using a Matrigel reference
spectrum across to 1700-1500-tmavenumber range, in order to determine the fraction of the
corresponding water spectrum to be subtractedSpectra from different replicates were
combined, and then manually quality controlled using an in-house principal component analysis
(PCA)-based method, before the resulting spectra were vector normalised and converted to the
second derivative, with a 9 point smoothing filter applied.

The second derivative spectra were split into low and high wavenumber sections, from 1150-
1580 cm! and 2800-3000 crhrespectively. This excluded the Amide | band, which suffered
from saturation effects, especially in second derivative. The second derivative spectra were then
analysed by computing mean spectra and through supervised multivariate analysis (MVA).

Palmitic Acid Uptake Study: The original spectra were water-corrected as for the thermal stress
study, and the resulting spectra then manually quality controlled, normalised to the Amide Il
band and then cut to the 2050-2300cmavenumber range containing the key PA bands of
interest. Some baseline variation was detected in this region, likely the result of a combination of
residual water signal and slight variations in pathlength in different areas of the sample. This was
corrected by performing d"4order polynomial fit. The corrected spectra were then analysed by
computing mean spectra, and measuring the peak area of the key PA bands.

All data processing and analysis was performed in MATLAB.

Results and Discussion
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Cell Viability Test

The viability of cells maintained in the measurement environment is a crucial initial test of the
system. Viability tests were performed at 4 and 24 hours, consistent with the longest sample time
used in this experiment, and the time over which future experiments would ideally be performed,
respectively. ~1300 cells were counted at 4 hours, and ~2500 at 24 hours — as viability was
expected to be lower at 24 hours, and that variations in viability by location in the sample holder
is a possibility, it was important to count a high number of cells to ensure the viability
calculation was robust.

Table 1 summarises the findings of the viability study, with 97.3% of the counted cells being
viable at 4 hours, and 95.7% being viable after 24 hours. The images shown in Figure 4 are
examples of the images counted at each time point and are broadly representative of the
proportion of viable and non-viable cells. At both 4 and 24 hours the cells look healthy and do
not appear to be compressed. This is as expected since we estimate the maximum height of thc
cells to be less than 5 um i.e. considerably less than the 10 um gap betweentvinGas.

Table 1 - Summary of cell counting and viability calculations of SKOV3 cells at 4 and 24

hours.
Time (hours) | Total Viable Cells | Total Non-Viable Cells | % Viability
4 1281 36 97.3
24 2558 116 95.7

50 um 50 pm

Figure 4 - Sample images from 4 hour (A) and 24 hour (B) staining of SKOV3 cells
maintained in the modified liquid sample holder. Stained cells can be clearly seen in B.

The results of the viability study are important for two reasons. Firstly, it demonstrates that the
proposed system successfully maintains the vast majority of a cell population in a healthy state
over the course of 24 hours, opening the possibility of longer-duration single-cell perturbation
studies using this system. Secondly, and crucially, it shows that, when selecting an area of cells
for measurement, it is statistically likely that the vast majority of cells in a given field of view
will be viable, even after 24 hours. This reduces the possibility of cell apoptosis and death
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signatures affecting the measured IR spectra, and subsequently influencing analysis and
interpretation of results.

Thermal Stress Study

Changes in SKOVS3 cells at increasing temperature have been analysed through second
derivative mean spectra and discriminant function analysis (DFA).

Figure 5 shows second derivative mean spectra of two combined replicates of the thermal stress
study, with key peaks that appear to show temperature-based differences in the spectra
highlighted. Figure 5A) shows the lipid region, which is relatively consistent across
temperatures, with the exception of a slight shift to lower wavenumber with increasing
temperature at 2945 ch which is consistent with changes in C-H stretching bands with
temperaturé® The lack of significant changes in the lipid bands is surprising, as changes to the
membrane structure were expected with increasing temperature, as well as potentially apoptosis
signatures as the cells began to @i€% "1t is possible that changes to the cells were more
gradual than anticipated, and longer exposure to higher temperatures before measurements wouid
have led to some of these changes being observed.

Figure 5B) shows a much wider range of differences in the mean spectra, particularly betweer
the spectrum at 60 °C, shown in red, and those at the remaining temperatures. More specifically,
a range of changes are seen in protein bands consistent with changes in stfuctpesticular,

the collapse of Amide ll-related bands at 60 °C between 1547 and ~152{ arsignificant
structural change, and consistent with published work on temperature induced denaturing or
proteing®, where a similar collapse of the Amide Il was observed at 57 °C. The decrease in
Amide |l intensity of the 60 °C spectrum at 1547-crand corresponding increase at 15141cm

is consistent with an increase B9 EA9 . ratio with terfidratizaging significant
changes in protein structure. The changes in the region around the Amide Il band can be seen
more clearly in Figure 5C§!

Further smaller changes are identified across the spectrum, including deformation ahdCH
CHs groups in polysaccharides and proteins respectively at 1429 and 1402mmnpossible
changes in the Amide Il at 1315 dmChanges in Amide 1l bands have also been identified in
work on heat denaturation in single cells measured by Raman spectrésEopyermore, the
increased prominence of the 1228-tmeak at 60°C is consistent with reported work that
identifies DNA double-helix denaturation at >52%%Qunfortunately, the high substrate cut-off
renders the lower wavenumber DNA bands, which could have confirmed this change,
inaccessible in this case.

While the mean spectra for all cells give an indicator of the key biochemical changes that are
occurring with temperature, this analysis does not take into account cell-to-cell variation between
the cells. With this in mind, the spectra were also analysed through MVA of the second
derivative, low wavenumber spectra. Supervised DFA, retaining principal components (PCs)
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accounting for 95% of the variance, was used to analysed the spectra; the DFA scores plot of
spectra at all five temperatures is shown in Figure 6, with the corresponding loading for DF1
shown in Figure 7.

Examination of Figure 6 shows clear separation between the 60 °C spectra, shown in red, and the
remaining four groups across DF1. The 37 °C spectra (dark blue) also separate, in the other
direction, from the three intermediate temperatures. The separation between the spectra at the
intermediate temperatures is less distinct, since thermal stress effects — specifically protein
denaturation — have a number of intermediate steps, with significant changes occurring at several
temperatures, including ~58°C# This likely explains the overlap between the spectra at
intermediate temperatures.

Examination of the DF1 loading shown in Figure 7 highlights a number of features of interest.
Consistent with the mean spectra in Figure 5, the dominant feature of the loading is changes in
the Amide Il bands. This includes possible variations in C-N vibrations, likely related to double
bond behaviour in the Amide®% (1531 and 1521 ch®9), and CH scissoring and deformation
occurring in lipids (1467 and 1427 cmespectively). These are consistent with the changes seen

in mean spectra, and other experiments into temperature effects reported elséwhe&re.

The effects of thermal stress on SKOV3 cells identified here are consistent with other published
work on heat-induced changes in both cells and proteins. Alongside general changes identified in
lipid and protein bands, specific spectral changes relate @ . B9 protein changes
and denaturation of DNA have been identified, which are consistent in terms of both temperature
and peak position with similar work. Importantly these spectra are independent of the water
correction method used validating this new approach, see appendix 1.
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34 Figure 6 - DFA scores plot of second derivative spectra, cut to the low wavenumber region,
at each sample temperatureClear separation can be seen between 60 °C (red) and the
37 remaining temperatures.
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Figure 7 - Corresponding loadings plot for DF1, with key peaks highlighted.

Monitoring Palmitic Acid Uptake

Monitoring of the uptake of deuterated PA over time involved the collection of a large number of
spectra (~200) from single cells over the course of several hours, while the sample was
maintained in the dynamic flow system.

The spectrum of PA is shown fin_Figule 8, with the additional insert focusing on the region of
interest for this study, 2050-2300 @nirhese cover the symmetric and asymmetric stretching of
C-D, and C-I3 groups and fall outside of the main biochemical bands occurring in IR spectra.
The intensity of these bands in cell spectra, therefore, is a good indicator of the uptake of PA by
the cells at each timepoint.
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32 Figure 8 - Spectrum of deuterated palmitic acid. Insert: Spectrum of deuterated palmitic
33 acid cut to 2050-2300 cm wavenumber range.

35 Mean spectra at each incubation time, cut to show just the PA bands of interest, are shown in
36 Figure $. Polynomial baseline correction has removed the majority of the variation initially seen
in this region, although in the cause of the lower time points, especially at 15 minutes (dark
39 blue), the asymmetric stretching region from ~2150 - ~2250 appears to be better resolved

40 that the symmetric bands at ~2100%tm

clearly shows, however, a consistent increase in the concentration of PA with time, with
a4 uptake detectable after just 15 minutes and rapid uptake identifiable up to 90 minutes, with
45 slower uptake thereafter.
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Figure 9 - Mean spectra of deuterated palmitic acid bands at each incubation time.

The ratio of the asymmetric to symmetric bandg in Figlre 9 appears broadly consistent with that
of the pure PA spectrum shown[in Figuke 8, which is a useful verification of the data processing
algorithms employed.

Once again, interpreting the mean spectra does not allow for analysis of the data on a cell-by-cell
basis. To do this, the peak area was calculated across the 2137-223feemumber range,
covering the asymmetric GDstretch and the smaller peaks on either side. The peak area
calculations were performed in MATLAB on 135 randomly selected spectra from each timepoint
— equalising the size of the groups to the smallest set of spectra following quality control — using
an algorithm that draws a straight line between the two chosen wavenumber values and then
treats the peak as triangle.

The peak areas were visualised using a box-and-whiskers plot, shbwn in Fjgure 10; note that the
incubation time is shown on a logarithmic scale. The overall trend in uptake across the whole

cell population measured on a single cell basis is consistent with observations of the mean
spectra. A rapid initial uptake is observed, which then slows considerably after 90 minutes.

Figure 1P shows a significant spread in the data, especially at longer incubation times, suggesting
variation in the uptake between individual cells. This highlights the additional insight that can be
obtained by performing analysis on a cell-by-cell basis. The variation in uptake has several
possible causes; it may be a function of cell cycle, or related to the time for which the cells were
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serum-starved prior to measurement. All samples were serum-starved for between 12 and 24
hours, but the exact time will vary between samples.

Even at the longest incubation times, some cells still show a very low uptake of PA, as evidenced
by the lower limit of the box-and-whiskers plot at 240 and 1440 minutes (4 and 24 hours
respectively). A range of possibilities exist for this variation in uptake, including a degree of cell-
cycle dependency or the use of FA in metabolic processes in the cell. Increased spread in the
uptake of R;-PA at the later incubation times provides scope for further study of cellular
metabolic processes and the fate of fatty acids.

Figure 10 - Box-and-whiskers plot of peak area across the 2137-2235 tmavenumber
range, calculated from 135 randomly selected spectra at each incubation time. The red line
represents the median, with the blue box showing the interquartile range, and red crosses

being outliers

This study of PA uptake has demonstrated the ability of our proposed dynamic flow live cell
system to facilitate the analysis of large numbers of viable cells (~200) in a single loading. This
provides much greater scope for capturing cell-to-cell variation in response to a stimulus, while
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also improving the statistical reliability of results by increasing the number of individual spectra
from which conclusions can be drawn.

Conclusions

The work presented here showcases preliminary results from a dynamic live cell measurement
system, incorporating medium exchange and temperature control, and demonstrated cell viability
up to at least 24 hours through staining with trypan blue.

This dynamic system was developed through simple, cost-effective modifications to an existing
commercially available liquid sample holder, allowing media flow to maintain cell viability and
the use of high magnification 36x optics for single-cell FTIR microspectroscopy. This relatively
straightforward implementation has produced a robust and reproducible system without
susceptibility to leaks or window breakages. To our knowledge, the use of a hydrophobic PAP
pen to help direct flow in such a system is a new development. Further testing will be performec
to improve the consistency of this channel, potentially using a bespoke stencil or similar design.

Two different experiments have been undertaken using SKOV3 ovarian cancer cells, each oi
which demonstrates a different property of the method. By increasing the sample temperature,
and observing significant protein and lipid changes in both mean spectra and DFA, we
demonstrate that we are able to simultaneously induce biochemical changes in cells and measure
these changes through collection of a relatively small number of spectra. Crucially, the spectra:
changes seen are consistent with other published work in heat-induced changes in cells and
proteins, and specific bands have been identified which correspondttanaifaBs.

The study of deuterated palmitic acid uptake highlights the ability to collect large numbers of
live cell spectra from a single sample, across a significantly increased timeframe compared to
measurements carried out in a static live cell environment. These have shown that the uptake of
D3:-PA can be clearly seen in the resulting cell spectra, while also raising interesting questions
about the subsequent use of PA by the cells and the timeframe over which this occurs. Combined
with the results of the trypan blue staining, which demonstrate cell viability of over 95% after 24
hours assembly in the dynamic flow system, this confirms the ability of our proposed system to
maintain live samples for long-term IR study.

By demonstrating cell viability up to 24 hours, we have shown that our proposed method is
potentially suitable for a range of live cell applications monitoring cellular changes following
exposure to a stimulus. Combined with effective water correction and the brilliance of SR, we
have acquired high quality microFTIR spectra from living cells over a significantly extended
period of time. At present the system has not been demonstrated on non-adherent cell lines since
it is unlikely that they would be stable enough to resist the flow of the media through the cell i.e.
we suspect that they would be washed out during the course of the experiment.
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Further work on this system is likely to incorporate improvements to temperature control and
monitoring, and better control of G@nd Q levels, which could prolong cell viability even
further. However, the preliminary studies presented here are a positive first step in the
development of a bespoke live cell measurement system for IR microanalysis. In principle the
system is not limited to SR FTIR but could also be used on a bench-top system with a globar
source but the S/N drops dramatically for smaller apertures so scan times would be considerably
longer to obtain the same spectral quality (S/N scales with the square root of the acquisition
time) (see Supplementary S1).
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